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Abstract
Phase retardation of in vivo human retinal nerve fiber layer (RNFL) is quantitatively measured by two
methods— polarization-sensitive spectral-domain optical coherence tomography (PS-SD-OCT) and scan-
ning laser polarimetry (SLP). An en face cumulative phase retardation map is calculated from the three-
dimensional phase retardation volume of healthy and glaucomatous eyes measured by PS-SD-OCT. It is
shown that the phase retardation curves around the optic nerve head measured by PS-SD-OCT and SLP
have similar values except near the retinal blood vessels. PS-SD-OCT can measure the cumulative phase
retardation of RNFL as well as SLP, which will allow the evaluation of RNFL for glaucomatous eyes.
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I. INTRODUCTION
Glaucoma is an optic neuropathy that causes the loss of retinal ganglion cells and damage
to the retinal nerve fiber layer (RNFL). It causes progressive and irreversible vision loss if left
untreated. The early detection of glaucoma is important because it progresses even before visual
field loss can occur [1]. Visual field test and ophthalmoscopic assessment of a optic nerve head
are subjective methods to diagnose glaucoma. Since the thinning of RNFL is a direct indicator
of glaucoma, glaucoma can also be diagnosed by objective measurement of RNFL thickness.
Objective and quantitative measurements of RNFL have certain advantages over the subjective
methods because in these methods, the intervention of experts becomes unnecessary and statistical
diagnostic analysis is possible. Therefore, methods such as optical coherence tomography (OCT)
and scanning laser polarimetry (SLP) have been utilized.
OCT is a low coherence interferometry technique that can provides images of biological tissues
with a resolution of the order of a few micrometers [2]. Schuman et al. first measured the thickness
of RNFL by OCT [3]. Thichness measurement using OCT images has certain limitations, namely,
the requirement of high axial resolution and a high-quality algorithm for boundary segmentation.
GDx-VCC (Carl Zeiss Meditec) is a commercially available SLP, that provides an RNFL thick-
ness map by converting the phase retardation of RNFL, assuming that the birefringence of RNFL
is constant [4, 5]. It compensates for the corneal birefringence by monitoring a bow-tie pattern in
the macular region and measures the combined eect of the thickness and birefringence of RNFL
and diagnoses glaucoma statistically using the normative database [6].
Polarization-sensitive optical coherence tomography (PS-OCT) has been developed to measure
the depth-resolved birefringence of biological samples [7, 8]. By using PS-OCT, in vivo human
retina was first examined by Cense et al. [9]. Pircher et al. showed polarization scrambling at
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retinal pigment epitherium in the macular region [10]. The recent development of spectral-domain
OCT (SD-OCT) revealed that SD-OCT had a higher signal-to-noise ratio than the conventional
time-domain OCT [11, 12]. By using high-speed and highly sensitive SD-OCT, it is possible
to measure three-dimensional retina in vivo [13]. The first demonstration of PS-SD-OCT was
reported by Yasuno et al. [14]. High-speed retinal SD-OCT was adapted to PS-OCT by Cense
et al. [15]. Go¨tzinger et al. demonstrated three-dimensional phase retardation images and optic
axis images of the retina by using the free-space PS-SD-OCT system [16]. One characteristic of
PS-OCT is that corneal birefringence compensation is possible by using the surface signal [17–
19]. In retinal imaging, the signal from the anterior boundary of the retina can be used as the
surface signal. Unlike SLP, this corneal compensation does not rely on healthy macula. The other
characteristic is the ability to measure the thickness and birefringence of RNFL simultaneously.
Cense et al. showed that the birefringence of RNFL has angular dependence around the optic
nerve head [20, 21]. Mujat et al. showed an en face birefringence map of RNFL for the first
time [22]. In contrast, SLP measures the en face phase retardation map, that is, the combined
eect of the thickness and birefringence of RNFL. Although by using PS-OCT it is possible to
measure thickness and birefringence separately, birefringence measurement is less reliable in the
case of a thin RNFL [15, 20]. In addition, the diagnostic performance of PS-OCT with regard to
glaucoma has not yet been demonstrated. Since it is known that SLP gives a good performance
in the diagnosis of glaucoma [23–25], a comparison of PS-OCT and SLP is of significant interest
in the preliminary research on the detection of glaucoma using PS-OCT. Previously, Huang et al.
measured birefringence of RNFL by using thickness measured by convensional OCT and phase
retardation measured by SLP [26]. Wojtkowski et al. compared thickness map of RNFL measured
by SD-OCT and phase retardation map measured by SLP [27]. However, there is still no report
about the comparison between PS-OCT and SLP. In this paper, we describe a pilot study on the
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The details of the PS-SD-OCT system employed in this study have been described in the refer-
ence [28]. In brief, the schematic diagram of our system is shown in Fig. 1.
The light source is a superluminescent diode with a central wavelength of 840 nm, a bandwidth
of 50 nm, and an experimental axial resolution of 8.3 m in air. After the polarization is verti-
cally aligned by a linear polarizer (LP), an electro-optic (EO) modulator with a fast axis of 45
modulates the incident polarization state. The incident beam is coupled into a fiber coupler, the
splitting ratio of which is 70/30. The LP in the reference arm provides constant amplitude and
constant relative phase between the two orthogonal polarizations at the spectrometer independent
of the incident state of the polarization. In the sample arm, the beam is scanned by the two-axis
galvanoscanner mirror. An imaging plane made by the objective lens ( f = 50 mm) is relayed by a
Volk ophthalmic lens (78D) to the retina. The probing power is 700 W. The backscattered signal
from the retina is coupled into the fiber again and detected by the polarization-sensitive spectrom-
eter. The spectrometer contains a polarizing beamsplitter and two line-CCD cameras in order to
detect the horizontal and vertical polarization channels simultaneously. The line trigger for both
cameras (27.7 kHz) is synchronized with the EO modulator.
The incident polarization is modulated as a three-step function in order to embed the polari-
metric property into the B-scan. Two power spectra detected by the two CCD cameras are
individually inverse-Fourier transformed to obtain two phase resolved OCT signlas. By using
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the spatial frequency components of the OCT signals, all the elements of the Jones matrix of the
sample arm are obtained.
The matrix diagonalization method developed by Park et al. is used in order to compensate
for the birefringence of the single mode fiber and the cornea [19]. Finally, the phase retardation,
relative orientation, and diattenuation of the sample are calculated.
B. Three-dimensional volumetric measurement by PS-SD-OCT
Since the RNFL in the peripheral region contains nerve fibers that are all diverging from the
optic nerve head, SLP diagnoses glaucoma by measuring the en face phase retardation of RNFL
in the peripheral region. By using our PS-SD-OCT system, the three-dimensional intensity and
phase retardation volumes in the peripheral region are measured. The measurement range is 3.76
mm  3.76 mm on the retina. The probe beam is scanned from the nasal to the temporal regions
with 1023 A-lines for each B-scan. The lateral density of the A-lines is 3.7 m/A-line, which is
well below the lateral spot size of our system, that is, 27 m. This setup is attributed to the high
dense scan required for PS-OCT with multiple incident polarizations [29]. The raster scanning
from inferior to superior is performed with 140 B-scans in 5.5 s. This protocol is used for all
PS-SD-OCT measurements described in this paper.
C. En face phase retardation maps
To compare the en face phase retardation maps of SLP and PS-SD-OCT, the three-dimensional
phase retardation volume measured by PS-SD-OCT was shrunk into the en face map using the
following comparable method. The main contribution to the SLP signal is high scattering from
the layers beneath the RNFL, such as the interface of the inner and outer segments of the photore-
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ceptor layers (IPRL) and the retinal pigment epithelium (RPE). Thus, it is reasonable to extract
the backscatterred signal from these high scattering layers in the PS-SD-OCT images in order to
compare these two systems. The cumulative phase retardation of PS-OCT from the lower layers
corresponds to the double-pass phase retardation of the RNFL because there is no birefringent
tissue between the posterior boundary of RNFL and RPE [16, 30]. It is known that RPE has
polarization scrambling in macula [10, 16]. The detail of polarization scrambling in the peripheral
region has not been studied yet. In our experiment, polarization scrambling was not observed at the
RPE on the periphery of the optic nerve head as shown in Fig. 2 (c). Since RPE has the strongest
signal in the retinal image, the segmentation of RPE layer is stable and easy. Hence, in this paper,
we extract the signal from the RPE in the PS-SD-OCT images to make an en face phase retarda-
tion map. However, some studies have reported polarization scrambling in the peripheral region
[16, 31], and it is not always guarantied that our method is applicable. Other highly backscattering
layers, e.g. IPRL, would be the candidates to avoid the possible polarization scrambling for the
future version of this method.
A large white and yellow spot in Figs. 2 (b) and (c) (indicated by arrows) are phase retardation
artifacts caused by Doppler signal of the blood flow. In our algorithm of PS-SD-OCT, we cannot
discriminate the phase change caused by Doppler flow from real birefringence. However, this
artifact is localized in a blood vessel and does not aect the phase retardation of RPE.
In order to extract the phase retardation at the RPE, first the RPE layer is segmented from the
intensity images. For this purpose, the maximum gradient points are detected below the anterior
boundary of the retina and smoothed to interpolate the shadow of blood vessels for each B-scan
intensity image [32]. Figure 2 (d) shows the segmented RPE, it indicates our segmentation al-
gorithm works well. Even if the detected layer is slightly deviated, for example, an IPRL was
faulty selected, the phase retardation does not change drastically (Fig. 2 (b)). This is because the
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alternation of the phase retardation occurs in RNFL and the small fluctuation of the segmentation
does not aect to the detected phase retardation value. No smoothing algorithm was employed
for the phase retardation images. The same procedure is applied to all B-scan stacks, and an en
face phase retardation map at the RPE position is obtained.
D. Quantitative analysis of phase retardation
For the quantitative comparison of PS-SD-OCT and SLP, the cumulative phase retardation of
RNFL in the peripheral region is examined because nerve fibers diverge from the optic nerve head.
For this purpose, the phase retardation around the optic nerve head is extracted from the en face
phase retardation map.
GDx-VCC has a function that shows the RNFL thickness curve in the annular area of the en
face phase retardation map. The RNFL thickness curve measured by GDx-VCC was converted
into the double-pass phase retardation by using a conversion factor of 0.62 deg/m [33].
An annular area with an outer radius of 1.6 mm and an inner radius of 1.2 mm was set in order
to extract the phase retardation of PS-SD-OCT; this setting is identical to that used in GDx-VCC.
We evaluated two methods for calculating the phase retardation curve of PS-SD-OCT. In the first
simple method, the phase retardation of PS-SD-OCT in the annular area was calculated using
simple moving average with the kernel size of 9. Second, the following histogram-based method
is also evaluated as an alternative to the first method. Histograms of small angular areas (9) within
the ring are obtained and the mode value of the histogram is calculated. The small angular area is
moved along the circumference, and the mode values are calculated for each small angular area.
After moving average with a kernel of 3.6, the phase retardation curve is obtained.
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III. RESULTS AND DISCUSSION
A. Subjects
All experiments were performed using a protocol that adheres to the tenets of Declaration of
Helsinki and was approved by the Institutional Review Board of University of Tsukuba and Tokyo
Medical University. As the healthy subject, a volunteer (25-year-old Japanese male) without any
detectable ocular disease was selected. As the glaucoma subject, a volunteer (42-year-old Japanese
male) with glaucoma was selected. For both volunteers, the left eyes were examined.
B. Three-dimensional phase retardation volume
Figure 3 shows the three-dimensional intensity and phase retardation image measured by PS-
SD-OCT in the retinal peripheral region of the retina. The figure on the left in Fig. 2 shows the
phase retardation volume with a front view from the anterior side, while the one on the right shows
the rear view from the posterior side. The hue of its colormap corresponds to the phase retardation
from 0 to 180 , while the opacity corresponds to the intensity.
Several structures were observed in the three-dimensional phase retardation map similar to the
previous report [16]. In the front view of Fig. 3, the phase retardation was nearly 0 because
fiber-optic and corneal birefringence, which causes phase retardation artifacts in the retina, was
compensated using a reference signal of the retinal surface [34, 35]. In the inferior and superior
regions, the high phase retardation beneath the surface was visible because the volume image was
semi-transparent. In the rear view, the double-hump pattern of the phase retardation was observed
in the superior and inferior regions of the optic nerve head (a). The phase retardation also changed
at the temporal edge of the optic nerve head (scleral canal rim) (b) and the lamina cribrosa in the
optic nerve head (c).
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Figure 4 shows the en face phase retardation maps on the surface of retina. For the better visu-
alization, high threshold was set in order to segment the first intensity peak on the surface rather
than the boundary between the noise and signal areas. The phase retardation map of the glaucoma-
tous eye had higher speckle noise than that of the healthy eye. In both maps, the phase retardation
had high values at the edge of the optic disc because of an error of the surface segmentation. Since
there was no radial variation of the phase retardation, residual eect of the fiber-optic and corneal
birefringence could be negligeble. Figure 5 shows the histogram of the phase retardation on the
surface of retina. The mode values of the healthy and glaucomatous eyes were 17.0 deg and 18.8
deg, respectively. Since all noise near zero retardation aects the result to a positive direction, the
histogram had asymmetric distribution and the phase retardation diverged from zero.
Figure 2 shows the intensity (a) and phase retardation (b) images of a healthy human retina
at the superior uppermost B-scan in Fig. 3. The retinal layers are clearly visible in the intensity
image similar to the previous report [20]. In the thick RNFL area, the phase retardation evidently
changes. It has a noisy appearance in low-intensity area such as the outer nuclear layer and shadow
beneath the retinal blood vessels. Figure 2 (c) is the composite image of the intensity and phase
retardation images. In the composite image, the hue corresponds to the phase retardation, while
the brightness corresponds to the intensity. In the composite image, the phase retardation with
high signal intensity is shown in a bright color. Hence, both intensity and phase retardation can
be viewed in one image. This color map is also used for the en face phase retardation map in the
following sections.
C. Healthy eye
Figure 6 shows the en face phase retardation maps of GDx-VCC (b) and PS-SD-OCT (d) of
a healthy human volunteer. The annular areas for the quantitative analysis are indicated by gray
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and white circles in Figs. 6 (b) and (d), respectively. The fundus image (a) and OCT projection
image (c) are also shown. The OCT projection image was calculated by summing each A-line of
the linear OCT intensity signal. The en face phase retardation images of both GDx-VCC and PS-
SD-OCT showed a similar double-hump pattern, which is consistent with the typical distribution
of RNFL of healthy eyes.
Figure 7 shows the phase retardation curves of a healthy eye. The dotted line in Fig. 7 shows
the phase retardation of PS-SD-OCT in the annular area calculated by the simple moving average.
The curve takes extremely high values as compared to the curve of GDx-VCC. This is because
the phase retardation ranges from 0 to  and has a strongly asymmetric distribution. Therefore,
averaging is not appropriate for this case.
The phase retardation curve calculated by the second histogram-based method is shown in Fig.
7 by a solid line. The high phase retardation in the temporal and nasal regions obtained in the first
method was decreased in the second method, which is reasonable because of the non-Gaussian
distribution of the phase retardation.
The curves of both PS-SD-OCT and GDx-VCC showed humps in the superior and inferior
regions. In the case of PS-SD-OCT, the phase retardation inferior to the optic nerve head had the
maximum value. Both the superior and inferior peaks of PS-SD-OCT were higher than that of
GDx-VCC. Although its reason is not clear, the curve of GDx-VCC had a flatter shape in the
inferior region. The uneven curve of PS-SD-OCT is a reasonable result of thick RNFL in the
inferior region as shown in the intensity image.
To observe the correlation between the phase retardation and the retinal structure, the OCT
intensity image at the center of the peripheral annular area is shown in the upper image of Fig.
7. The shadows beneath the retinal blood vessels are represented in the phase retardation graph
as gray masks. The phase retardation had local peaks on one side or both sides of some blood
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vessels, as indicated by arrows in Fig. 7. The possible reason for this is that the phase retardation
was aected by thick RNFL around the retinal blood vessels. In contrast, GDx-VCC did not show
such sharp peaks in Fig. 7. However, we can see the peaks of the phase retardation in the en face
phase retardation map measured by GDx-VCC in Fig. 6 (b). For example, there are three peaks
in the temporal superior area of the calculation ring of Fig. 6 (b), but they are combined into a
single peak in the curve of Fig. 7. This means that GDx-VCC also measures such peaks near
blood vessels as PS-SD-OCT, but they are largely smoothed in the curve of Fig. 7. Therefore,
the dierence near blood vessels in Fig. 7 was caused by the dierence between the calculation
procedures of PS-SD-OCT and GDx-VCC.
In order to check the birefringence of RNFL, we manually segmented the thickness of RNFL
using the intensity image of Fig. 7 and calculated the double pass phase retardation per unit depth
(DPPR/UD). Figure 8 shows the thickness and DPPR/UD of the healthy eye. The DPPR/UD in
superior and inferior regions are higher than the temporal and nasal regions. Both of the thickness
and DPPR/UD are in the same order of that reported previously [20, 21].
D. Glaucomatous eye
A glaucoma patient was also examined using the same scheme. Figure 9 shows the visual field
test of the glaucomatous eye with the full threshold method on the central 24 degrees of the visual
field. The glaucomatous eye has severe loss of inferior visual field and moderate loss of superior
visual field.
Figure 10 shows the en face phase retardation map of the glaucomatous eye measured by PS-
SD-OCT and GDx-VCC. The lateral quick motion in the inferior region was manually compen-
sated. The double-hump patterns of the glaucomatous eye obtained from both PS-SD-OCT and
GDx-VCC were degraded as compared to that of the healthy eye shown in Fig. 6 (b) and (d).
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In the inferior region, GDx-VCC had a relatively higher phase retardation at the nasal side near
the optic nerve head than PS-SD-OCT. Although the superior and inferior visual fields in Fig. 9
showed apparent dierences, it is dicult to detect such dierences in Figs. 10 (b) and (d). A
quantitative comparison provides useful results.
Figure 11 shows the phase retardation curves and circular intensity image of the glaucomatous
eye. The agreement between the phase retardation curves of PS-SD-OCT and GDx-VCC were
significantly improved by the histogram-based method, while the curve calculated by a simple
rolling average was not sucient. In both the PS-SD-OCT and GDx-VCC curves, the superior
phase retardation had a lower value than that of the inferior region. Again, the phase retardation
measured by PS-SD-OCT had local peaks on one side of the retinal vessels, as indicated by arrows
in Fig. 11. The values of the phase retardation curve of GDx-VCC were close to those of the PS-
SD-OCT curve, excluding the sharp peaks near the blood vessels. As we described in the previous
subsection, this dierence may be due to the dierent smoothing methods of PS-SD-OCT and
GDx-VCC.
In PS-SD-OCT, the conventional three-dimensional OCT intensity volume is also acquired
simultaneously with the phase retardation volume, which enables a direct structural observation
of RNFL. Figure 12 shows the superior and inferior B-scan intensity images that are tangential
to the inner circle of radius 1.2 mm. The thinning of RNFL in the superior region was apparent,
which is in agreement with the phase retardation measurements of PS-SD-OCT and GDx-VCC.
The visual field test in Fig. 9 also supports the above mentioned results, namely, the decreased
phase retardation and thinning of RNFL measured by PS-SD-OCT and GDx-VCC.
The thickness was manually segmented from the intensity image in Fig. 11 and DPPR/UD was
calculated for the glaucomatous eye as shown in Fig. 13. The posterior boundary of the RNFL
was not clear compared to the healthy eye. Hence, Fig. 13 has poor reliability. The DPPR/UD
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was deviated, but this is a result of the unreliable thickness. The thickness measurement has to
be improved using ultrahigh resolution and a sophisticated algorithm of the segmentation for the
further investigation of the birefringence of glaucomatous eyes in the future.
E. Observation of the phase retardation by polar plot
To observe the distribution of the cumulative phase retardation intuitively, the polar plot of the
phase retardation curve overlaid on the en face phase retardation map is shown in Fig. 14. The
center and outermost scale of the polar plot shows 0 and 100, respectively. This polar plot shows
the en face distribution of the phase retardation and the representative curve of the phase retarda-
tion in the annular area. The area of high phase retardation in the healthy eye broadens in both the
superior and inferior regions. This representation is useful when normal and glaucomatous eyes
are compared, as shown in the following paragraph.
Figure 15 shows the polar plot of the phase retardation of the glaucomatous eye. In contrast to
the healthy eye shown in Fig. 14, the phase retardation of the glaucomatous eye was less both in
the superior and inferior directions and the double-hump pattern was degraded. The glaucomatous
eye had a relatively high phase retardation at the inferior temporal crest. In the inferior temporal
crest, only PS-SD-OCT showed high phase retardation; however, GDx-VCC did not. Although
the reason for this dierence is not clear, PS-SD-OCT showed consistent results in the intensity
images. The circular intensity image in Fig. 11 and the B-scan images in Fig. 12 showed that the
RNFL was still thick in the inferior temporal area. Although the use of a polar plot is only another
visualization technique, it would help understand the distribution of phase retardation.
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IV. CONCLUSIONS
In conclusion, RNFL phase retardation was measured by PS-SD-OCT and GDx-VCC. In
the healthy eye, both PS-SD-OCT and GDx-VCC had the double-hump pattern of RNFL. PS-SD-
OCT had several peaks of the phase retardation near the retinal blood vessels. GDx-VCC also had
such peaks in the en face phase retardation image, but they were smoothed in the phase retardation
curve of the annular area. The DPPR/UD of the healthy eye measured by PS-SD-OCT was in
the same order of the previously published results. In the glaucomatous eye, the double-hump
pattern of RNFL was degraged in both PS-SD-OCT and GDx-VCC. The phase retardation curve
measured by PS-SD-OCT also had several peaks near the retinal blood vessels. Both PS-SD-OCT
and GDx-VCC had higher phase retardation of the inferior region than that of the superior region,
which agreed with the visual field test. The thickness and DPPR/UD of the glaucomatous eye
were less reliable than that of the healthy eye.
To our knowledge, this is the first time to compare PS-OCT and SLP quantitatively. Our results
suggest that PS-SD-OCT can measure the cumulative phase retardation of RNFL as well as GDx-
VCC. In addition, PS-SD-OCT has the ability to measure the thickness and birefringence of RNFL.
Although the further study is required, PS-SD-OCT can potentially be used to diagnose glaucoma
by using these three parameters.
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Figure 1: Diagram of the PS-SD-OCT system. The following notations are used: SLD: su-
perluminescent diode, PC: polarization controller, ND: neutral density filter, LP: linear polarizer,
EO: electro-optic modulator, M: mirror, G: grating, PBS: polarizing beamsplitter, CCD: line-CCD
camera.
Figure 2: Intensity image (a), double-pass cumulative phase retardation image (b), and com-
posite image (c) of inferior of an optic nerve head of a healthy human left eye. The image size is
3.76 mm  0.94 mm. The longitudinal scale is enlarged to twice the lateral scale. The range of the
phase retardation is from 0 to  radians (0 to 180 degrees) in double pass. White arrows in (b) and
(c) indicate an artificial phase retardation in the blood vessel. A red line over the intensity image
in (d) indicates the segmented RPE layer.
Figure 3: Front view (left) and rear view (right) of the three-dimensional phase retardation
image of a healthy eye in the peripheral region. A measurement range of 3.76 mm  3.76 mm
(13.1 deg  13.1 deg) was scanned on the sample. The hue of the color bar is same as that in Fig.
2.
Figure 4: The phase retardation maps of the healthy eye (left) and glaucomatous eye (right) on
the surface of retina.
Figure 5: The histograms of the phase retardation of the healthy eye (solid line) and glaucoma-
tous eye (dashed line) on the surface of retina.
Figure 6: Fundus image (a), nerve fiber thickness map measured by GDx-VCC (b), en face
projection image of the OCT intensity (c), and en face phase retardation image measured by the
PS-SD-OCT (d) for the healthy eye. The fundus image was measured by a non-mydriatic fundus
camera. Measurement ranges of 5.8 mm  5.8 mm (20 deg  20 deg) and 3.76 mm  3.76 mm
(13.1 deg  13.1 deg) were scanned on the sample for GDx-VCC and PS-SD-OCT, respectively.
An annular area indicated by two white circles in the phase retardation image of PS-SD-OCT is
20
used to calculate the graph of the phase retardation shown in Fig. 7.
Figure 7: The upper image shows the OCT intensity at the center of the peripheral annular area
of the healthy eye. The middle image shows the phase retardation image at the same position of
the upper intensity image. The axial range of these images is 0.96 mm. The lower figure shows
the round-trip cumulative phase retardation around the optic nerve head measured by PS-SD-
OCT with simple averaging (dotted line), the histogram-based method (solid line), and GDx-VCC
(dashed line). The notations used on the horizontal axis are as follows: T: temporal, S: superior,
N: nasal, I: inferior.
Figure 8: The thickness (upper graph) and DPPR/UD (lower graph) of RNFL of the healthy
eye in the annular area.
Figure 9: Visual field test of the glaucomatous eye measured using the Humphrey field analyzer
II (Carl Zeiss Meditec) with full threshold method on the central 24 degrees of the visual field.
Figure 10: Fundus image (a), nerve fiber thickness map measured by GDx-VCC (b), en face
projection image of the OCT intensity (c), and en face phase retardation image measured by PS-
SD-OCT (d) for the glaucomatous eye. The fundus image was measured by a mydriatic fundus
camera. The measurement range is the same as that shown in Fig. 6. Since the lateral quick motion
in the inferior region of PS-SD-OCT images was manually compensated after the measurement,
there are some empty spaces in (c) and (d).
Figure 11: The upper image shows the OCT intensity at the center of the peripheral annular
area of the glaucomatous eye. The middle image shows the phase retardation image at the same
position of the upper intensity image. The axial range of these images is 0.96 mm. The lower
figure shows the round-trip cumulative phase retardation around the optic nerve head measured
by PS-SD-OCT with simple averaging (dotted line), the histogram-based method (solid line), and
GDx-VCC (dashed line).
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Figure 12: OCT B-scan images of a glaucomatous eye in the superior (left) and inferior (right)
regions.
Fig. 13: The thickness (upper graph) and DPPR/UD (lower graph) of RNFL of the glaucoma-
tous eye in the annular area.
Figure 14: Polar plot of the TSNIT phase retardation curve over the en face phase retardation
map of the healthy eye. The origin of the polar plot was set at the center of the annular ring used
to calculate the TSNIT curve. The range of the radial axis (phase retardation) is 0-100 with a 25
scale.
Figure 15: Polar plot of the TSNIT phase retardation curve over the en face phase retardation
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